Matrix effects hinder the transferability of accuracy for cholesterol. A general assumption is that pooled and individual samples yield similar results. We tested the hypothesis that serum-pooling affects the recovery for cholesterol. We pooled 100 serum samples, determining cholesterol of pool and of the individual samples with Hitachi 717 and 914. Over twenty days, we daily determined cholesterol of individual and pooled samples, using a Hitachi 736 and 747 analyzers. For the hundred-sample pool, the pool was 1.1 to 1.5% lower than the individual samples. With the daily pool study, the ratio of 747 to 736 was 1.7% lower for the pooled compared with the individual samples.
Introduction
The accuracy of cholesterol measurements is particularly important, because classification and management of lipid disorders is defined in absolute terms (1) . Matrix effects hinder the transferability of accuracy (2) . Altering the matrix of serum or plasma may have profound effects on the accuracy of methods for the determination of cholesterol (3) (4) (5) . Lyophilization of sample pools can introduce these effects, therefore the use of fresh samples or pools of samples has been advocated and used to establish and maintain parity among analyzers (5, 6) .
It has been assumed the pooling of samples does not alter the recovery of cholesterol. In our own laboratory program to maintain parity among analyzers, we measured the differences between our Hitachi 736 analyzer and Hitachi 747 analyzers for cholesterol. We found discrepancies for the degree of calibration bias between individual and pooled fresh samples. In this study, we examine the effects of pooling samples and transfering accuracy. ) to produce unimolar amounts of cholest-4-en-3-one and hydrogen peroxide; and peroxidase 2 ) to convert the hydrogen peroxide with phenol and 4-aminoantipyrine to a quinone-imine dye, the latter used as the indicator for the reaction. For all four analyzers, we used the same calibrator (catalog number 620213 and lot number XLS-91).
Materials and Methods

Apparatus
Procedures
We studied the effect of pooling by comparing observed differences between analyzers using individual samples that were not part of the pool and by comparing pooled and individual samples that were part of the pool. All samples were sera, collected in gel collection tubes (Becton-Dickinson, Franklin, NJ, USA). All samples were stored refrigerated (4-10 °C). In the first study, over a twenty-day period, we daily made a ten-sample pool (taking one ml from each sample, mixing, and centrifuging to make the pool) and selected an individual sample, and in these samples we determined cholesterol. We used a new pool and individual sample each day.
We collected, over a period of seven days and then stored refrigerated, 100 serum samples with values between 4.92 and 5.44 mmol/1 (190 to 210 mg/dl) and made a large, amalgamated serum pool by aliquoting 0.1 ml of serum from each individual sample. (The pipette used for making the pool was tested and found to have a precision error of < 0.2% of the deliverable volume.) We determined cholesterol of the pooled samples 200 times with the Hitachi 717 and 180 times with the Hitachi 914. The individual samples were determined in duplicate with both analyzers (except for one group of twenty samples that was run singly because of analyzer error). We interspersed each group of 20 individual samples with a group of 20 pooled samples, to minimize the effects of evaporation or drift. All samples were kept capped until they were placed and run on the analyzer. Because the variance of the pooled and individual samples is different, we compared the values with the Mann-Whitney test (two-tailed), a non-parametric test.
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Over twenty days, we determined cholesterol for an individual sample with both the Hitachi 736 and 747 analyzers. We also determined cholesterol for a serum pool, made fresh daily (ten samples, mixed, and centrifuged), with both analyzers. We used a new individual specimen and pooled sample each day. By dividing the results from the Hitachi 747 analyzer by those of the Hitachi 736, were derive an adjustment factor for the Hitachi 736 analyzer. Multiplying patient results produced by the Hitachi 736 by this adjustment factor should achieve parity between the two analyzers. It has always been assumed that one would obtain the same adjustment factor whether one used individual samples or pooled samples. We compared the means for the adjustment factors obtained with the different analyzers by Student's t-test.
Results
For the Hitachi 717 analyzer, the median cholesterol concentrations for the individual and amalgamated (100 specimens) serum pool samples were 5.206 mmol/1 and 5.128 mmol/1, respectively. Likewise, for the Hitachi 914 analyzer, the individual and pool medians were 4.921 mmol/1 and 4.869 mmol/1, respectively (tab. 1). The differences between these medians were 0.078 mmol/1 (1.5%) for the Hitachi 717 analyzer and 0.052 mmol/1 (1.1%) for the Hitachi 914. These differences are statistically significant by the Mann-Whitney test, with the probability of the null hypothesis being less than 0.02 for both analyzers (tab. 1).
The distributions of the individual samples were symmetric, with skews of only 0.17 and -0.006, for the Hitachi 914 and 717, respectively, indicating that these distributions were nearly Gaussian. The differences between the individual and pooled samples were 
Discussion
It has been a general assumption in lipid analysis, and most chemistry analyses as well, that when combining samples into a pool, the sum of values is equal to the whole. We expect the mean of a serum pool to equal to weighted mean from all individual samples.
The results demonstrate that for cholesterol recovery is lower for a pool rather than the individual samples, even when the pool is composed of individual samples and all determinations are done at about the same time. The decreased values for the pool could result from an altered configuration of the lipoproteins or the loss of lipoproteins in the mixing and centrifugation steps.
When one analyzer recovers differently from another analyzer with the same type of material, one must be cautious using the results to adjust the output of the former. Fresh, individual samples are the best material to use for establishing and maintaining parity, and the samples should be analyzed over multiple days. It is desirable that any other material, such as serum pools, should yield similar results to those of the individual samples.
In this study, we were adjusting the Hitachi 736 so it would yield results similar to those of the Hitachi 747. The adjustment factor with fresh, individual samples was 97.5%, however, the factor was 95.8% with pooled samples. The difference between these two factors is 1.7% and was statistically significant. In this study, the pooling of serum resulted in matrix effect of 1.1 to 1.7% decrease for serum cholesterol.
Even though the magnitude of this difference may appear small, the allowed bias error for any field method is less than 3% from the reference method, as recommended by both Centers for Disease Control and National Cholesterol Education Program criteria. Frequently, one must use a serum pool to link one's results with the reference method, therefore, this bias error, even though appearing small, would interfere with the link between the reference method and the field method. The pooling effect in this study could contribute 37 to 57% of the error for allowable bias, sharply narrowing the tolerance for calibration bias. Our study suggests it is better to use individual samples to establish parity among analyzers and link field methods with the reference method. Individual samples have another advantage, in that the range of values is greater than with unadulterated sample pools and provide a better assessment of agreement.
